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WHY TO STANDARDIZE
The promotion of the standardization of routine laboratory methods is one of the mission statement of the International Federation of Clinical Chemistry (IFCC) general policy.
In the specific case of the methods used for the determination of hemoglobin A 2 (HbA 2 ), their standardization is a real need, not only an academic specific exercise. Indeed, there are several important motivations to meet this: a) most of the routine laboratory methods are poorly aligned; b) important decision limits have been proposed as markers for the diagnosis of thalassemia syndromes; c) the correct diagnosis of carriers in couples at risk is the basic instrument to reduce the burden of thalassemia syndromes; 
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Besides that, we have recently evaluated the performance of current high-performance methods for HbA 2 by measuring 40 blood samples in double over two separate days by the HPLC and one capillary electrophoresis system [3] . We have found a mean imprecision ranging from 0.9 to 6.6 %, and a significant bias between the methods which were however quite well correlated (r between 0.9941 and 0.9995). In Table 1 the main data concerning the performance of the evaluated methods are summarized. In the same work we have tested the commutability of various control materials and we have shown that it is possible to reduce the variability between the methods by using a couple of commutable home-made control materials as calibrators. With regard to the overall variability, we have seen that after calibration the CVs were reduced from 6.8 to 3.4 %, from 6.6 to 4.6 %, and from 6.7 to 3.0 % for HbA 2 to concentrations lower than 3.0 %, between 3.1 and 4.5 % and above 4.6 %, respectively.
HOW TO BUILD A ROBUST STANDARDIZATION SYSTEM
In 2004, the IFCC approved a project for the development of a complete reference system for HbA 2 , as shown in Fig. 1 . At the top of the traceability chain, pure recombinant hemoglobins (HbA and HbA 2 ) are used to calibrate the reference measurement procedure. This reference measurement procedure is based on peptide mapping and isotopic dilution mass spectrometry (ID-MS), as described previously [2] . Specific tryptic fragments of the δ and α chains (i.e. δT2 and αT5) are selected as signature peptides representing either HbA2 or total hemoglobin, and quantified. The principle of the method together with the main performance characteristics are under publication. According to the traceability chain reported in Fig. 1 , the reference measurement procedure will then be used to assign the HbA 2 value to certified reference materials which will be produced in collaboration with the Joint Research Centre (JRC).
We have already prepared and characterized one pilot batch of this material consisting of a stabilized hemolysate in the lyophilized form [4] . The material was found to be quite stable with respect to HbA 2 content for at least seven years when stored at -20°C, commutable with the majority of routine methods and to have a total hemoglobin concentration and methemoglobin (MetHb) content similar to that of fresh blood. Manufacturers will then use these certified reference materials to calibrate their methods and to assign values traceable to the primary reference measurement procedure to their calibrators. Finally, the laboratorians using a routine method traceable to a reference measurement procedure will hopefully provide a more robust and accurate result.
TIME-SCALE FOR IMPLEMENTING THE REFERENCE SYSTEM
The first major step is to publish and validate the reference measurement procedure. The principle of this novel method is under publication at the moment of writing this report. The validation of the method according to the various ISO standards will require more work and the involvement of another laboratory because the minimum number of three laboratories is required in order to assign the values to any certified reference material. We estimate at least one more year to accomplish this second step. Almost in parallel we hope to be able to prepare the certified material to be used as calibrator in collaboration with the JRC. So, it is not unlikely that a couple of years will be necessary in order to have the manufacturers align their methods.
CONCLUSION
Some are of the opinion that the novel molecular techniques such as next generation sequencing (NGS) may substitute the use of HbA 2 in the field of thalassemia screening and diagnosis. We have performed a survey among various opinion leaders and apparently this will not be the case, at least in the next coming years. Indeed, the following points were drawn:
1. Measuring a protein is not the same as sequencing the DNA. Measuring HbA 2 is a functional analysis at protein level, and it will never be replaced by DNA technology.
2. NGS requires a lot of work for the interpretation and, in many cases, the significance of novel SNPs or variants of unknown significance is not known. In addition, it is really critical to know who is going to perform this interpretation.
3. There are still unresolved ethical problems in handling "incidental findings" with DNA technologies.
4. NGS is very expensive and it is unlikely that it could be implemented in poor countries where the burden of thalassemia syndromes is greater than in some richer countries.
5. On the contrary, measuring HbA 2 is simple and fast and it has to be considered that in prenatal screening, as for couples at risk, it is desired to have the result in 1 or 2 days.
As such it can be concluded that HbA 2 assay still remains a gold standard for thalassemia screening and consequently its standardization is a major and topical issue.
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